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Abstract 


The  laser-interferometer  described  in  the  technical  report  ISL  T  21/70  underwent  further 
development.  Utilizing  a  15  mW  (X  =  6328  A)  He-Ne  laser  and  a  PIN  photo  diode  as  a 
detector,  optical  path  changes  can  now  be  measured  with  an  uncertainty  of  0. 1  A  and  a 
resolution  in  time  of  about  20  ns.  Various  experiments  on  shock  tube  arrangements  were 
conducted  to  demonstrate  the  wide  range  of  applicability  and  the  advantages  of  this 
technique. 
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Introduction 


The  technical  report  ISL  T  21/70  described  a  highly  sensitive  laser-interferometer  set-up 
using  Wollaston  prisms.  This  paper  reports  about  the  subsequent  development  and  about  a 
number  of  measurements  conducted  with  the  shock  tubes  of  the  HAG'. 

Visualization  of  a  low  density  flow  field  using  interferograms  is  not  possible,  if  the  optical 
path  changes  are  much  smaller  than  the  wavelength  of  the  light  and  cause  no  perceptible 
shifts  in  the  interference  pattern.  Now,  instead  of  a  film,  a  small  photo  diode  with  a  point¬ 
like  sensitive  surface  is  installed  in  the  interferometer  image  plane.  The  interferometer  is 
adjusted  to  lai'ge  interference  fringe  spacing,  such  that  the  region  between  a  bright  and  a 
dark  interference  band  is  located  at  the  photo  diode.  A  shift  of  the  interference  pattern  is 
then  registered  by  the  diode  as  a  change  in  light  intensity. 

Figure  1  shows  the  intensity  /  as  a  function  of  the  optical  path  difference  A(j) .  In  the 
middle  of  the  slope,  the  intensity  variations  AI  are  proportional  to  the  optical  path 
changes  6(j) : 


(1) 

/,  X 

Using  a  He-Ne  laser  yields  two  decisive  advantages: 

1)  The  laser  beam  can  easily  be  focussed  on  a  diameter  limited  only  by  refraction 
resulting  in  a  high  spatial  resolution. 

2)  The  whole  light  bundle  can  be  directed  to  the  point-like  detector.  Thereby  a  high 
signal-to-noise  ratio  is  achieved  enabling  highly  sensitive  measurements.  Using  a  15 
mW  (k  =  6328  A)  He-Ne  laser  and  a  PIN  photo  diode  resulted  in  a  resolution  limit  for 
optical  path  changes  of  0.1  A  and  a  time  resolution  of  20  ns. 


Set-up  description 

Interferometers  are  very  sensitive  to  vibrations.  This  might  pose  a  difficult  problem  for  the 
measurement  method  described  here.  This  is,  because  the  detector  must  be  covered  by  the 
middle  of  the  interference  slope  at  all  times.  Furthermore,  no  additional  shift  of  the 
interference  pattern  due  to  vibrations  must  occur  during  the  measurement  (for  instance, 
such  vibrations  can  occur  in  the  ground  or  at  the  test  section  windows  just  at  the  moment 
of  the  shock  tube  firing.). 

The  differential  interferometer  used  here  has  the  advantage  of  a  rather  low  sensitivity  to 
vibrations.  The  set-up  scheme  is  displayed  in  figure  2.  By  means  of  the  telescope,  the 
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diameter  of  the  laser  beam  can  be  adjusted.  At  the  same  time,  the  ray  can  be  focussed  on 
its  minimal  diameter  in  the  test  section,  limited  only  by  diffraction.  The  linear  polarization 
of  the  original  laser  beam  is  converted  into  a  circular  polarization  by  a  ?i/4-plate.  After 
this,  the  ray  is  split  in  a  Wollaston  prism  into  two  beams  polarized  in  directions 
perpendicular  to  each  other.  Those  two  beams,  after  intersecting  the  flow  field  in  the  test 
section,  are  merged  again  in  the  following  Wollaston  prism.  The  last  Wollaston  prism, 
with  its  axis  rotated  against  the  axes  of  the  rest  of  the  prisms  by  45°,  splits  the  ray  into 
two  parts  producing  complementary  phased  signals  on  the  two  detectors.  The  difference 
of  the  detector  signals  is  registered.  Thus,  modulations  due  to  noise,  until  now  present  to  a 
lesser  or  greater  extent  in  all  lasers,  cancel  out.  The  signal  from  the  flow  field  is  doubled. 
The  lens  drawn  into  the  figure  is  used  for  imaging  the  flow  onto  the  sensitive  surfaces  of 
the  detectors.  Due  to  this  measure,  the  whole  laser  light  reaches  the  detector  surfaces. 
Furthermore,  in  accordance  to  Fermat’s  principle,  the  optical  path  lengths  of  all  light  rays 
from  the  test  section  to  the  detectors  are  equal  independent  of  the  direction  of  the  light 
ray.  An  additional  sensitivity  to  a  normal  optical  path  gradient  dStj)  /  dy  is  thereby 
avoided.  The  interference  filter  avoids  noise  generation  in  case  of  a  light-emitting  flow. 

Should  disturbances  be  anticipated  during  data  acquisition  (this  danger  exists  for  very 
sensitive  measurements  with  a  duration  longer  than  1  ms),  an  arrangement  depicted  in 
figure  3  can  be  employed.  In  this  case,  the  laser  beam  is  split  into  two  beams  before 
entering  the  interferometer.  Two  interfering  pairs  of  light  rays  are  generated  in  the  test 
section,  producing  two  signals  on  separate  receivers.  One  of  the  ray  pairs  is  shielded 
against  interaction  with  the  flow.  The  differential  interferometer  is  adjusted,  such  that 
vibrations  of  the  set-up  generate  in-phase  noise  signals  on  both  receivers.  By  subtracting 
the  signals,  modulation  due  to  both  the  vibrations  and  the  laser  light  fluctuations  can  be 
simultaneously  suppressed. 

The  computation  of  5(|)  (stalling  from  this  value,  refraction  index,  gas  density  or  electron 

density  are  calculated)  is  carried  out  using  equation  (1).  For  this,  the  value  of  AI,  directly 
deducable  from  the  recorded  signal,  has  to  be  divided  by  Iq.  If  the  output  power  of  the 
laser  is  constant  over  extended  time  periods,  lo  can  be  determined  before  the  data 
acquisition  run  (the  interferometer  is  adjusted  to  the  highest  and  then  to  the  smallest 
intensity,  and  the  difference  between  those  two  values  is  computed.).  If  the  laser  output 
fluctuates,  an  additional  reference  recording  of  the  laser  intensity  at  the  instant  of  the  data 
acquisition  will  be  necessary. 

The  technical  details  of  the  arrangements  shown  in  figure  2  and  3  are  described  in  greater 
depth  in  the  appendix. 
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Gas-dynamic  measurements 


A  series  of  measurements  in  shock  tubes  have  been  conducted  with  the  newly  developed 
laser-interferometer  within  the  last  year.  In  part,  those  measurements  served  to  solve 
immediate  problems  and  were  as  such  part  of  the  HAG  research  program.  The  other  part 
consisted  of  preliminary  experiments  geared  towards  sounding  out  the  range  of 
applications  and  the  capabilities  of  the  new  measurement  method. 

Figure  4  shows  an  arrangement,  by  which  the  density  of  a  free  flow  has  been  measured.  A 
small  tube  of  10  mm  diameter  and  100  mm  length,  closed  on  both  ends  by  small  glass 
windows  was  placed  sidewise  into  the  flow.  On  both  ends,  the  tube  carried  sharpened 
rings  to  prevent  leakage  of  the  gas  from  the  stagnation  region  into  the  area  in  front  of  the 
windows.  A  laser  beam  is  sent  through  the  tube  and  remains  unchanged  along  the  whole 
tube  length.  The  other  ray  intersects  the  undisturbed  flow  upstream.  The  signal  in  figure  4 
shows  a  time  variation  of  the  flow  typical  for  a  hypersonic  shock  tube  with  diverging 
nozzle.  The  flow  is  steady  only  in  the  short  time  interval  after  the  end  of  the  starting 
phenomena  in  the  nozzle  and  before  the  arrival  of  the  driver  gas  puts  an  ends  to  the  data 
acquisition  run. 

Using  the  arrangement  shown  in  figure  5,  the  density  distribution  in  a  shock  tube  with 
constant  diameter  has  been  measured.  The  measurement  chamber  had  a  square  cross 
section  of  50  x  50  mm^.  In  this  case,  one  of  the  laser  beams  could  be  sent  through  an 
orifice  in  the  side  wall.  The  signals  retrieved  with  this  arrangement  can  be  used  for 
investigations  into  relaxation  (molecular  vibration,  dissociation,  ionisation). 

The  density  profile  within  a  shock  front  could  be  captured  by  sending  the  laser  beams 
through  small  capillaiies  as  sketched  in  figure  6.  Here,  the  optical  ai'rangement  of  figure  3 
has  been  used.  The  diameter  of  the  four  laser  beams  measured  approximately  0. 1  mm  in 
the  middle  of  the  test  section.  They  were  adjusted  to  be  exactly  perpendicular  to  the  shock 
tube  axis.  The  shock  tube’s  inner  diameter  was  100  mm.  The  lengths  of  the  capillaries 
were  10  mm  and  48  mm  respectively,  and  their  inner  diameter  was  1  mm.  They  were 
installed  exactly  symmetrically  in  the  center  of  the  shock  tube.  The  boundary  layer  on  the 
window  caused  no  disturbances,  since  all  4  laser  beams  were  influenced  in  the  same 
manner.  For  the  same  reason,  the  effects  on  the  ends  of  the  capillaries  cancel  out.  No 
booster  amplifier  was  needed.  The  diode  circuit  as  depicted  in  figure  2  and  figure  3  was 
directly  connected  to  a  wide  frequency  band  oscilloscope.  The  circuit  was  designed  to 
exhibit  low  capacitance  and  resistance,  such  that  the  resolution  in  time  turned  out  to  be 
about  20  ns. 

Figure  7  shows  an  arrangement  used  for  measurement  of  the  flow  in  front  of  a  sphere  of 
only  1  mm  in  diameter  in  the  supersonic  flow  behind  the  shock  wave.  Here,  the  laser 
beams  were  focussed  to  0.02  mm  at  the  locus  of  the  sphere.  The  sphere  is  moved  slowly 
downstream  by  the  flow.  Thus,  the  laser  beam  traverses  the  stagnation  region.  The 
location,  at  which  the  laser  beam  leaves  the  shock  wave  is  of  particular  interest.  The  signal 
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in  figure  7  shows  a  relatively  slow  decline  to  zero,  already  indicating  a  perceptibly  wider 
shock  profile  in  this  rarefied  flow. 

Another  research  area  rewarding  the  employment  of  the  laser  interferometer  are  unsteady 
boundary  layers.  In  the  shock  tube,  these  are  the  shock  and  boundary  layer  as  well  as  the 
boundary  layer  on  the  rear  wall  after  the  reflection  of  the  shock  wave.  Figure  8  and  9 
show  the  respective  arrangement  for  each  signal  sample.  The  thickness  for  both  boundary 
layers  was  about  1  mm.  The  beam  separation  was  kept  as  small  as  possible  but  large 
enough  to  ensure  that  one  of  the  rays  was  always  located  outside  of  the  boundary  layer. 
Thus,  the  density  inside  the  boundary  layer  was  compared  to  the  value  outside  the 
boundary  layer  at  every  instant  in  time.  To  achieve  a  good  spatial  resolution,  the  laser 
beams  were  focussed  to  0.1  mm  diameter  within  the  test  section  (50  x  50  mm^).  The  ray 
on  the  near  side  of  the  wall  was  located  at  a  distance  of  0.3  mm  away  from  the  wall. 

In  all  examples  until  now,  the  information  is  gained  from  a  single  time-dependent 
interference  signal,  that  is,  the  information  from  one  point  in  space  was  considered 
sufficient.  However,  there  are  cases  where  there  is  more  spatial  information  necessary  for 
the  solution  of  the  problem.  For  those  cases,  the  laser-interferometer  was  modified  to 
enable  measurements  on  8  different  image  points.  A  system  of  additional  Wollaston  prisms 
and  X/4-plates  in  front  of  the  actual  interferometer  splits  the  laser  beam  into  8  rays.  The 
rays  point  to  several  detectors  where  optical  path  variations  are  registered  for  the 
respective  image  points. 

In  this  way,  the  flow  field  around  a  blunt  cone  was  examined.  Figure  10  shows  a  cross 
section  peipendicular  to  the  cone  axis  and  the  arrangement  of  the  8  laser  beams.  The 
beams  were  focussed  on  a  diameter  of  0.04  mm  at  the  locus  of  the  cone.  The  distance 
between  two  adjacent  rays  was  only  0.25  mm.  The  8  reference  beams  are  as  far  as  possible 
directed  through  the  undisturbed  upstream  flow. 

Figure  1 1  shows  a  series  of  simultaneously  recorded  signals.  They  exhibit  time-dependent 
characteristics  typical  for  the  flow  generated  in  a  hypersonic  shock  tube.  From  every 
signal,  only  the  constant  level  during  the  duration  of  steady  flow  has  been  used  for  further 
computations.  After  several  runs  with  different  arrangements,  a  sufficient  number  of 
measurement  points  were  available  for  the  determination  of  the  density  profiles. 

Figure  12  displays  4  density  profiles  gained  at  different  cross  sections.  They  were 
computed  applying  the  Abel  inversion  of  the  measured  values.  This  method  is  applicable 
only  for  axisymmetiic  density  distributions,  that  is,  rigorously  only  for  the  cone  at  zero 
angle  of  attack.  For  small  angles  of  attack  however,  the  limited  region  at  the  fore  of  the 
cone  covered  by  the  laser  beams  can  be  regarded  as  approximately  radially  symmetric.  The 
examined  cone  was  at  10°  angle  of  attack.  The  density  profiles  show  a  marked  minimum 
and  thereby  indicate  an  entropy  layer  from  the  stagnation  region  being  progressively 
merged  into  the  boundary  layer. 
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Conclusive  Remarks 


By  citing  some  examples  from  shock  tube  research  it  has  been  shown  that  the  laser 
interferometer  described  here  is  an  excellent  means  of  diagnosis  for  gas-dynamic 
investigations.  High  resolution  in  time  and  space,  and  high  sensitivity  in  low  density 
(otherwise  only  achievable  with  the  electron  beam  absorption  method)  deserve  attention. 
None  of  the  above  examples  made  full  use  of  the  sensitivities  feasible.  The  optical  and 
electronic  set-up  is  relatively  simple  and  easy  to  operate. 

It  is  safe  to  assume  that  the  method  is  applicable  to  plasma  diagnosis  as  well.  For  example, 
a  He-Ne  laser  emitting  a  wavelength  of  3.39  p.m  in  connection  with  optical  parts  made  of 
quartz  and  a  suitable  IR-detector  could  be  used  to  determine  electron  densities.  In 
comparison  to  the  microwave  techniques,  this  method  would  result  in  a  far  better  spatial 
resolution. 
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Appendix  with  technical  details 

Light  sources 

The  optical  systems  described  below  were  set  up  with  two  Spectra-Physics  He-Ne  lasers: 
Model  132  (1  mW)  and  Model  124  A  (15  mW). 

Receivers 

In  the  beginning,  photo  multipliers  were  employed: 

Philips-Valvo  XP  1002  (S  20). 

Later  on,  these  were  replaced  by  PIN-diodes  from  Hewlett  Packard,  Type  5082-4207.  In 
multi-ray  arrangements,  PIN-diodes  were  used  in  the  beginning.  Later  on,  the  SA  60  array 
from  United  Detector  Technology  was  utilized. 

Distances  of  laser  ravs  in  the  differential  interferometer 


The  first  Wollaston  prism  of  the  differential  interferometer  splits  every  light  ray  (laser 
beam)  into  two  rays  polarized  normal  to  each  other.  The  angle  2e  between  the  two  rays 
depends  on  the  Wollaston  prism  angle  a,  that  is: 

2e  =  2tana-(n^„ 

If  -  as  usual  -  the  Wollaston  prism  is  located  at  the  focal  point  of  the  main  objective  with 
the  focal  length  f,  then  the  distance  2e  between  the  light  rays  in  the  test  section  results 
from: 


2e  =  2e-f  =  2f  •  tana- (n^^ 

In  the  following  tables,  the  division  angles  2e  and  the  ray  distances  2e  are  given  for  some 
prism  angles  a  and  for  different  focal  lengths  f  (f  and  2e  in  mm). 
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QUARTZ 


(X  =  6328  A)  (nex  -  nor)  =  9.05  •  IQ-' 
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Focussing  the  laser  beams  in  the  test  section 

In  order  to  achieve  a  spatial  resolution  as  high  as  possible,  the  laser  beams  have  to  be 
focussed  in  the  test  section.  From  gaussian  theory,  the  minimal  laser  ray  bundle  diameter 
do  in  the  focal  plane  and  the  bundle  aperture  angle  tp  are  related  by: 


It  is  assumed  that  the  laser  ray  bundle  intensity  distribution  is  governed  by  a  2-dimensional 
gaussian  distribution  function  (TEMoo).  do  and  (p  are  defined  for  the  point,  at  which  the 
intensity  has  dropped  to  1/e^. 

From  the  constraint,  that  the  ray  bundles  have  to  be  concentrated  on  a  diameter  d  over  a 
path  length  1,  it  follows  geometrically  and  optically: 


When  substituting  d  =  do,  the  smallest  diameter,  that  can  be  kept  over  a  path  length  1  turns 
out  to  be: 
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To  achieve  a  certain  do  or  (p  when  setting  up  an  optical  arrangement,  a  simple  relation 
between  the  bundle  diameter  D  in  the  first  Wollaston  prism  and  the  bundle  angle  tp  in  the 
test  section  is  practical: 


D 


This  relationship  is  independent  of  the  laser  beam  focal  point  in  the  test  section. 

On  the  following  pages,  the  optical  arrangements,  whieh  have  been  realized  until  now,  are 
listed.  They  are  specially  adapted  to  fit  the  widely  varying  measurement  problems. 
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Flow  Direction 


Flow  Direction 


Flow  Direction 


Flow  Direction 


8  pairs  of  laser  beams 


axis.  Distance  between  10  Lenses  (f  =  18  mm) 

adjacent  beams  about  0.2  mm.  1 1  8  PIN-Diodes 


8  Pairs  of  laser  beams 


12  Interference  Filter 

13  Objective  (Doublet,  f  =  200  mm) 

14  PIN-Diodes 
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Laser  beams:  2e  =  0.79  mm  6  Test  Section  Window 

d  about  0.05  mm  7  Semi-Transparent  Mirror 

8  Polarization  Filter 

9  PIN-diodes 


Achromatic  (f  =  200  mm) 
Interference  Filter 
PIN-diode 


FlowDirection 


9  Objective  (f  =  105  mm) 

4  ray  pairs  at  90°  to  the  flow  direction.  Distance  10  Microscope  Objective  (f  =  5  mm) 

between  adjacent  rays  0.22  mm.  1 1  Wollaston  Prisms  (8°)  of  Calcite  for  generation  of 

two  complementary-phased  interference  signals 


4  ray  pairs  at  90°  to  the  flow  direction.  Distance  1 1  Wollaston  Prisms  (8°)  of  Calcite  for  generation  of 

between  adjacent  rays  0. 126  mm.  two  complementary-phased  interference  signals 

12  Multiple  Detector  (UDT  PIN-SA  60) 


Fig.  1  -  Relationship  between  Optical  Path  Variation  dt])  and  Intensity  Variation  AI 


Interference  Filter 
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Connection  to 
Oscilloscope 


Fig.  2  -  Laser-Interferometer 
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Interference  Filter 


X,/4-Plate 


Koester  Prism 


Fluid  Flow 


He-Ne  Laser 


Wollaston  Prisms 


Fig.  3  -  Laser-Interferometer  (with  Compensation 
of  Sensitivity  to  Vibrations) 


50fis 

Air  =  1  Torr  =  9,5 


Fig.  5  -  Measurement  of  Density  Profile  in  the  Shock  Tube 


IV 


Fig.  6  -  Density  Profile  Measurement  within  a  Shock  Front 


Fig.  7  -  Investigation  of  the  Stagnation  Region  of  a  Small  Sphere 


Fig.  8  Recording  of  Unsteady  Shock  Wave  Boundary  Layer 


Fig.  9  -  Recording  of  Thermal  Boundary  Layer 
at  the  End  Plate  of  a  Shock  Tube 


Shock  Wave 


8  Laser  Beams 


Entropy  and  Boundary  Layer 


Fig.  10  -  Laser  Beam  Arrangement  for  Determination  of 
the  Flow  around  a  Cone 


IX 


Fig.  1 1  -  Series  of  Simultaneous  Signals  from  Cone  Flow 
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Terent  Locations  within  the  Shock  Layer  of  A  Cone 


